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[Abstract:] Has verified a set of Gold Assay Weights from Henry Troemner. 


The Mint of the United States, 
At Philadelphia, Penn., 

Assay Department, 
September 20, 1883 


Sir 


The set of Gold Assay weights received from Henry Troemner for comparison with the 
Standard weights used in this office has been examined by me, and found to be practically 
correct. 


Very Respectfully, 
Jacob B. Eckfeldt 
Assayer 


Hon. A. Loudon Snowden 
Superintendent. 


